





























Link to publication record in King's Research Portal
Citation for published version (APA):
Royuela-del-Val, J., Usman, M., Cordero Grande, L., Martín-Fernández, M., Simmross-Wattenberg, F., Prieto
Vasquez, C., & Alberola-Lopez, C. (2016). Multiresolution reconstruction of real-time MRI with motion
compensated compressed sensing: application to 2D free-breathing cardiac MRI. International Symposium on
Biomedical Imaging (ISBI), 2016-June, 506-509. [7493318]. 10.1109/ISBI.2016.7493318
Citing this paper
Please note that where the full-text provided on King's Research Portal is the Author Accepted Manuscript or Post-Print version this may
differ from the final Published version. If citing, it is advised that you check and use the publisher's definitive version for pagination,
volume/issue, and date of publication details. And where the final published version is provided on the Research Portal, if citing you are
again advised to check the publisher's website for any subsequent corrections.
General rights
Copyright and moral rights for the publications made accessible in the Research Portal are retained by the authors and/or other copyright
owners and it is a condition of accessing publications that users recognize and abide by the legal requirements associated with these rights.
•Users may download and print one copy of any publication from the Research Portal for the purpose of private study or research.
•You may not further distribute the material or use it for any profit-making activity or commercial gain
•You may freely distribute the URL identifying the publication in the Research Portal
Take down policy
If you believe that this document breaches copyright please contact librarypure@kcl.ac.uk providing details, and we will remove access to
the work immediately and investigate your claim.
Download date: 18. Feb. 2017
MULTIRESOLUTION RECONSTRUCTION OF REAL-TIME MRI WITH MOTION
COMPENSATED COMPRESSED SENSING: APPLICATION TO 2D FREE-BREATHING
CARDIAC MRI
J. Royuela-del-Val?, M. Usman† L. Cordero-Grande† M. Martı´n-Ferna´ndez?
F. Simmross-Wattenberg? C. Prieto† C. Alberola-Lo´pez?
? Laboratorio de Procesado de Imagen, Universidad de Valladolid, Valladolid, Spain.
† Division of Imaging Sciences and Biomedical Engineering, King’s College London, London, UK.
ABSTRACT
Real-time MRI is a novel noninvasive imaging technique that
allows the visualization of physiological processes with both
good spatial and temporal resolutions. However, the recon-
struction of images from highly undersampled data, needed
to perform real-time imaging, remains challenging. Recently,
the combination of Compressed Sensing theory with motion
compensation techniques has shown to achieve better results
than previous methods. In this work we describe a real-time
MRI algorithm based on the acquisition of the k-space data
following a Golden Radial trajectory, Compressed Sensing
reconstruction and a groupwise temporal registration algo-
rithm for the estimation and compensation of the motion in
the image, all this embedded within a temporal multiresolu-
tion scheme. We have applied the proposed method to the re-
construction of free-breathing acquisition of short axis views
of the heart, achieving a temporal resolution of 25ms, corre-
sponding to an acceleration factor of 28 with respect to fully
sampled Cartesian acquisitions.
Index Terms— Magnetic resonance imaging (MRI),
Compressive sensing & sampling, Image reconstruction –
analytical & iterative methods
1. INTRODUCTION
The recent development of signal analysis based accelera-
tion techniques in dynamic MRI has significantly pushed
the achievable acceleration factors to unforeseen levels. Re-
cently, the combination of Compressed Sensing (CS) theory
[1] with motion estimation (ME) and motion compensation
(MC) techniques has been successfully applied to CS re-
construction of dynamic MRI based on the assumption that
sparser representations of the signal can be obtained if some
knowledge of the motion in the image is incorporated during
the reconstruction [2, 3].
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In real-time (RT) MRI, the high acceleration factors
needed to achieve the desired spatio-temporal resolution
make the reconstruction problem highly ill-conditioned, be-
coming very sensitive to noise in the data and model inconsis-
tencies. Moreover, ME/MC techniques lack the true dynamic
image to estimate the motion from. A common approach is to
perform the ME step on an initial reconstruction without MC
which, however, may be corrupted by the undersampling arti-
facts that cannot be corrected in the first step. These artifacts,
in turn, would hinder the estimation of the true motion in the
dynamic image. In a previous work [3], a groupwise (GW)
temporal registration procedure, which showed to be more ro-
bust to artifacts than its pairwise counterparts, was proposed
for ME/MC reconstruction of breath-hold cine acquisitions.
However, the acceleration factors achieved could not enable
its direct application to free-breathing RT imaging, due to the
limitations of the Cartesian acquisition employed.
To overcome the previous limitations, in this work we pro-
pose a reconstruction algorithm with three key components.
First, we adopt the golden-angle radial (GR) trajectory [4]
for continuous data acquisition in which the angular step be-
tween consecutive spokes is given by the Golden Ratio. For
a given undersampling factor, GR provides a more efficient
coverage of the k-space than the Cartesian scheme used in
[3]. Second, the GR allows to retrospectively set up an arbi-
trary window length (i.e. temporal resolution), which enables
us to introduce a multiresolution approach in which finer tem-
poral resolution reconstructions are obtained iteratively from
coarser ones. Third, for ME/MC we resort to the GW regis-
tration method employed in [3] to iteratively obtain MEs from
coarser to finer temporal resolutions, avoiding the need of es-
timating the motion directly from highly undersampled data..
The proposed method is applied to the reconstruction
of free-breathing, 2D short axis views of the heart of three
healthy volunteers. Results are compared with those ob-
tained with the non linear inversion (NLINV) method [5], in
which both the images and coil sensitivity maps are jointly
estimated. In NLINV, temporal regularization is introduced
by enforcing the similarity between consecutive frames in a
sequential way.
2. THEORY
The reconstruction of accelerated MRI data can be generally
formulated as solving a linear inversion problem y = Em,
where y stands for the acquired multi-coil k-t space data, m
represents the sequence of images to be reconstructed and
the encoding operator E comprises the multiplication by the
coils sensitivity maps and the frame-by-frame undersampled
spatial Fourier transform. Under the MC-CS framework [6]
both the image and the motion information are jointly recon-
structed. In our proposal, we split the problem in two sub-
problems (reconstruction and ME/MC) and alternate between
both following a multiresolution scheme.
2.1. Motion Compensated Reconstruction
The reconstruction problem, assuming motion is known be-
forehand, is formulated as:
min
m
{‖ y −Em ‖22 +λ ‖ ΨTΘm ‖`1} (1)
with Ψ a spatio-temporal transform and λ a trade off param-
eter between data fidelity and sparsity promotion. TΘ is a
warping operator governed by the set of parameters Θ de-
signed to compensate the motion in the image.
2.2. Groupwise temporal registration for ME/MC
During the ME/MC step a GW dissimilarity metric that pro-
vides a unique global measure of the differences between the
images comprised within the sequence is minimized. In the
current implementation, a simple sum of squared differences






‖ TΘm− TΘm ‖22 +C(TΘ)
}
. (2)
where TΘm stands for the temporal average of the registered
sequence. C(TΘ) is a regularization term related to the elastic
energy of a bending plate [8] which penalizes non–smooth
deformations. As it can be derived from this expression, there
is no need for a fixed reference frame. The SSD metric relies
on the assumption that the intensity of each pixel is preserved
along time. Other metrics can be incorporated for different
imaging modalities where such a condition is not met [9].
The deformation model used in the GW registration al-
gorithm is based on a non-rigid 2D+t free form deformations
(FFD) with cubic B-splines, which has been widely used in
practice and has shown to be flexible enough to describe the
motion and deformation of anatomical structures [8]. Eq. (2)
is solved with a nonlinear conjugate gradient method.
2.3. Multiresolution reconstruction of Real-Time MRI
As discussed in the introduction, a major difficulty is to ob-
tain both good initial reconstructions and accurate ME from
highly undersampled data. To this end, we propose a multires-
olution scheme (see Fig. 1) in which coarser reconstructions
serve as initialization of the finer ones. An initial, low tem-
poral resolution sequence is obtained by a regular CS recon-
struction equivalent to solving Eq. 1 with TΘ set to the iden-
tity. Since no motion information is available at this point,
Ψ is set to a spatial wavelet transform. For the next levels
temporal total variation is used. At each level, the method
alternates until convergence between reconstruction (Eq. 1)
and ME (Eq. 2).
Fig. 1. Proposed temporal multiresolution scheme. (a) Con-
tinuous data acquisition. (b) Initial low temporal resolution
reconstruction. (c) Groupwise motion estimation and inter-
polation of intermediate frames to initialize the next level. (d)
Motion compensated CS reconstruction. (e) Steps (c) and (d)
are repeated until the target resolution level is reached.
In order to provide a good initialization to the next reso-
lution level, frames could be interpolated as the weighted av-
erage of the surrounding frames. However, high inter-frame
motion is present such straightforward interpolation can lead
to corrupted images. To improve the quality of the interpola-















Fig. 2. Short axis views of the heart of volunteer 1 reconstructed from a regular breath-hold examination (BH CINE) and from
real time data with nonlinear inversion (NLINV) and the proposed method (GW-MR). Bottom row shows the temporal evolution
of a horizontal line through the center of the left ventricle comprising about 4 seconds (BH CINE periodically replicated for
comparison). For the real time reconstructions 15 and 9 spokes per frame were used as indicated. Arrows highlight the better
depiction of small details between the papillary muscle and myocardium.
tion, we make use of the motion information in the estimated
deformation. Following the approach in [7], for each new
frame to be interpolated at instant tj we obtain the transfor-
mation T ijΘ(x) = TΘ(T
−1
Θ (x, tj), ti) which aligns a (mov-
ing) frame at instant ti to the frame at instant tj (fixed image).
The originally described B-splines registration method can be
extended to guarantee the existence of T−1Θ (x, tj) [10]. In
our current implementation, the spatio-temporal regulariza-
tion term and proper spacing on the grid of control points
favor the invertibility and the inverse transform is therefore
found numerically.
3. APPLICATION TO 2D FREE-BREATHING
CARDIAC MRI
Three healthy volunteers were scanned with a 32-element
cardiac coil and a golden radial trajectory on a 1.5T Philips
scanner. Other relevant scan parameters include: b-SSFP se-
quence, TR/TE/α = 2.9ms/1.44ms/60◦, FOV = 320x320mm2,
spatial resolution = 2x2mm2, slice thickness = 8mm. A single
slice was continuously imaged for about 12 seconds.
Images were reconstructed following the scheme in Fig.
1 with three resolution levels and 15 and 9 radial spokes
per frame used in the last level (135, 45 and 15 spokes
per frame in each level for the first case and 81, 27 and
9 in the second). Corresponding final temporal resolu-
tions are 44 and 26 ms. Parameter λ was set to 0.1 at-
tending to visual inspection of the results from one dataset
and maintained for the other two. NLINV reconstructions
were performed on the same data using the code available
at http://www.user.gwdg.de/∼muecker/realtime.html after
griding the data to a Cartesian lattice with a Kaisser-Bessel
window of size L = 6 and shape parameter β = 13.8551.
The number of Newton iterations was set to 3 and the scale
factor for regularization to 0.9 and, as proposed, a median
temporal filter of length 5 is applied after reconstruction to
remove remaining artifacts (see Ref. [5] for details).
Reconstructions were run offline on a server with two In-
tel Xeon E5-2695 v3 CPUs @ 2.30 GHz and 64 GB of RAM
using MATLAB (R2015a, The MathWorks, Natick, MA).
4. RESULTS AND DISCUSSION
Fig. 2 shows reconstructed images from one dataset at sys-
tole and diastole and the temporal evolution of a horizontal
line across the left and right ventricles. The results with the
proposed method (GW-MR) show sharper edges, and finer
details can be observed in the interior of the left ventricle
both at 15 and 9 spokes per frame. Differences in the recon-
structions become more evident in their temporal evolution.
NLINV reconstructions show poorer contrast between blood
and myocardium in the left ventricle as well as severe remain-
ing striking artifacts, specially at 9 spokes per frame, in spite
of the temporal median filter required by NLINV method. In
Fig. 3, NLINV results before temporal filtering are included
for the other two volunteers at 9 spokes per frame. Remaining
artifacts severely degrade the temporal evolution of the dy-
namic image and are not completely removed by the temporal
filter. On the contrary, artifacts are better removed by GW-
MR without additional post-processing steps while preserv-
ing spatial detail. Results for the three volunteers are shown
jointly in the video provided as supplementary material.
Average reconstruction times are plotted in Fig. 4. GW-
MR approximately doubles the computational demand of
NLINV with both algorithms running in MATLAB without
further optimizations. 14–17 seconds per frame are required
by GW-MR, what hinders its practical application. However,
the algorithm is highly parallelizable and GPU implementa-
tions will be investigated as future work.
One limitation of our study is the lack of a ground truth
in RT imaging to obtain a quantitative measurement of the
quality of the reconstructions. In future work, the usage of a
numerical phantom will provide such a quality metric. Func-
tional parameters such as ventricular volumes and ejection
fraction computed both from RT and standard segmented ac-















NLINV 9 w/o med. filt. GW-MR 9NLINV 9
Fig. 3. Diastolic phases and temporal evolution of a horizon-
tal line through the center of the left ventricle reconstructed
with NLINV without temporal filtering (left column), filtered
(central column) and with GW-MR for volunteers two and
three. Arrows in top row indicate a remaining artifact through
the region of interest in NLINV reconstructions. Arrows in
bottom row highlight the better depiction of the papillary
muscle in GW-MR temporal evolution.






















Fig. 4. Average reconstruction time per frame with NLINV
and the proposed method when 15 and 9 spokes per frame are
used for the volunteer 3 data.
5. CONCLUSIONS
We have presented an algorithm based on continuous GR data
acquisition and a robust GW registration method integrated
in a temporal multiresolution scheme for ME/MC CS retro-
spective reconstruction of 2D RT MRI data. We have shown
the application of this method to free-breathing, RT imaging
of the heart employing only 9 spokes per frame, obtaining a
final temporal resolution of 26 ms without view sharing or
post-processing of the obtained images.
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